MULTIPLE COOLSCULPTING® TREATMENTS DO NOT IMPACT SERUM LIPID LEVELS & LIVER FUNCTION


KEY TAKEAWAYS

» Multicenter prospective study of 35 subjects with 3 CoolSculpting treatment cycles on the same day (2 simultaneous medium applicator flank treatments and 1 large applicator abdomen treatment).

» Serum lipid levels and liver function tests measured at baseline and post-treatment (1 week, 4 weeks, and 12 weeks).

» No meaningful trends or changes observed in cholesterol, triglycerides, and liver function test analytes with multiple cycle, same day CoolSculpting treatments.